Considerations in performing virus spiking experiments and process validation studies.
Virus safety of blood and plasma products produced on an industrial scale depends on several procedures including the ability of the production process to remove or inactivate potential virus contaminants. Because of the highly variable nature of the starting material it is essential to measure the viral clearance capacity of the production process in order to give a high degree of assurance that a particular product will not be contaminated with infectious virus.